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and oxygen be used in the different determinations.
The supply of these gases through the two fine capil-
lary tubes m and n is therefore regulated by opening

the stopcocks of the hydrogen generator L and the
oxygen holder 0 to such an extent that bubbles of
gas "will just fail to escape from the open ends of the
glass tubes dipping down in the cylinders p and q.
In this way it is possible to cause these gases to pass